The story of a lost guidewire

D Bagaria, MS; L Kaman, MS, MRCS

Department of General Surgery, Postgraduate Institute of Medical Education and Research, Chandigarh, India

Corresponding author: D Bagaria (dr_bagaria@yahoo.co.in)


Seldinger’s technique is widely used to place central venous and arterial catheters, and is generally considered to be safe. The technique does, however, have multiple potential risks. Guidewire-related complications are rare but potentially serious. We describe a case of a lost guidewire during central venous catheter insertion followed by retrieval by an interventional radiologist, and outline measures that can be taken to prevent such complications.

CASE REPORT

A 67-year-old male patient presented as an emergency with shock. The patient responded poorly to resuscitation, so central line placement was planned for central venous pressure (CVP) monitoring and for inotropic support. After skin disinfection and draping, the right infraclavicular subclavian route was attempted. Venous blood was aspirated and the guidewire was introduced smoothly. The cannula was removed with the guidewire in situ and the dilator was advanced to create a track. While advancing the dilator, the end of the guidewire accidentally slipped from the operator’s hand. On withdrawal of the dilator, the guidewire was missing. A small incision was made at the insertion site to find the end of the guidewire in the subcutaneous tissue, but this was unsuccessful. A mobile chest X-ray revealed the guidewire passing from the right subclavian vein, through the heart to the inferior vena cava (Fig. 1). An interventional radiologist removed the guidewire via the femoral vein using a gooseneck snare. The patient recovered uneventfully.

Discussion

Central venous access is an important strategy in the management of critically ill patients for CVP measurement, the infusion of drugs and nutrients best administered centrally, and the sampling of central venous blood. This is, however, an invasive procedure with multiple potential risks. Guidewire-related complications are rare but potentially serious. We describe a case of a lost guidewire during central venous catheter insertion followed by retrieval by an interventional radiologist, and outline measures that can be taken to prevent such complications.

Safety tips to avoid loss of the guidewire

- Avoid distractions during the catheter insertion.
- The length of the guidewire should always exceed that of the catheter.
- Never let go of the guidewire, which should be held either at the proximal end or at the skin puncture site, during the dilatation step and during the catheter insertion.
- After the procedure, always check the presence of the used guidewire in the procedure tray.
- As a routine, an early postprocedure X-ray should be performed to check for a lost guidewire and other complications.
- As measured by Andrews et al., the distance between skin puncture site and cavo-atrial junction via various approaches is between 16 cm and 21 cm; we advise not to insert the guidewire beyond that required length.

References