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Intra-operative pneumatic
tourniquet - perceptions
of use and complications in
the orthopaedic community
of South Africa
A. St Clair Gibson,

M. I. Lambert, J. MiIIigan,

W. van der Merwe, J. Waiters,

T. D. Noakes

Objectives. To assess views on use, maintenance and
side-effects of the pneumatic tourniquet in the South
African orthopaedic community.
Methods. A census-type questionnaire study was
conducted of all 475 orthopaedic surgeons registered with
the Orthopaedic Association of South Africa during
1993/94. The chi-square test was used to detennine
statistical significance between different groups of
respondents.
Results. Seventy-seven per cent of the questionnaires
were returned. Ninety-nine per cent of respondents used a
pneumatic tourniquet. Eighty-four per cent believed that
the tourniquet may damage underlying tissue both as a
result of applied pressure effects and ischaemic
consequences. Fifty-four per cent of respondents
personally checked the calibration of the pneumatic
tourniquet, although 76% of respondents believe that the
apparatus needs to be checked at least once per month.
More respondents who did not check the tourniquet
apparatus than respondents who did check it believe
that applied pressure does not cause tissue damage
(P < 0.001), that the operating room technician or hospital
engineer should be responsible for checking equipment
(P < 0.001), and that equipment did not need to be
checked more than once every 6 months (P < 0.001).
Conclusions. Although most orthopaedic surgeons are
aware of the pneumatic tourniquet's side-effects, a
minority appear to be unaware of the hazards of excessive
applied pressure alone or excessive applied pressure
caused by use of faulty equipment. It needs to be
emphasised to these surgeons that regular checking of
the pneumatic tourniquet apparatus is necessary in order
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to prevent postoperative complications ascribed to use of
the tourniquet.
S Afr Med J 1996; 86; 1281-1284.

Throughout history, surgeons have searched for the ideal
apparatus to provide a bloodless operating field. Roman
surgeons during the era of Julius Caesar used a
'constricting device' for amputations. In 1718, the French
surgeon, Petit, developed a screw device for haemostasis,
which subsequently became known as a 'tourniquet'.T In
1873, von Esmarch developed the rubber bandage
tourniquet which still bears his name. In 1904, Cushing,
apparently concerned with the number of side-effects
caused by the von Esmarch rubber bandage, developed the
pneumatic tourniquet, which was the forerunner of modern
pneumatic tourniquet devices. 2
Through the decades after the invention of the modern
pneumatic tourniquet, clinicians have questioned their
safety.3-<i Deleterious effects on the underlying limb,
particularly neural tissue, have been described 7 • 10 at cuff
pressures between 300 and 500 mmHg. Similarly, ischaemic
damage to underlying musculature and other tissues occurs
after tourniquet application of 1 - 3 hours' duration. 1T -T6
Methods to alleviate or reduce these side-effects have
been described. For example, deflating the cuff for a period
intra-operativelyH or hypothermic limb-cooling techniques
reduce the side-effects. 16 Formulas have also been derived
using the patient's systolic blood pressure or limb girth
circumference to minimise the pressure needed to cause
haemostasis and thus prevent tissue damage.19.2Q
In addition, faulty tourniquet apparatus, which under-reads
the applied pressure, may also cause harm to the underlying
tissue. 16.2l.22 A study of 13 pneumatic tourniquet devices at
six different hospitals in the Western Cape by Irving et al. 16
found that 62% were more than 5% inaccurate,16 with one
cuff under-reading by 350 mmHg.
Therefore, in summary, the pneumatic tourniquet device is
used frequently during surgical procedures, despite
controversy about potential side-effects and poorly
calibrated instruments. The perceptions of orthopaedic
surgeons in South Africa on the use of these devices are not
known. The aim of this study was therefore to sample the
opinions of the entire orthopaedic surgeon population in
South Africa in this regard.

Subjects and methods
A census-type questionnaire study was undertaken of the
entire orthopaedic community of South Africa (N = 475) to
determine their perception of use of a pneumatic tourniquet
dUring surgery. After the questionnaire had been compiled, a
pilot.study was performed on a small sample of hospitalbased orthopaedic surgeons (N = 8), and any problematic
questions were adjusted.
All orthopaedic surgeons listed by the South African
Orthopaedic Association as surgically active were included
in the study. A second questionnaire was sent to those
surgeons who did not return the first mailing, and a third
questionnaire to those who did not respond to either the first
or the second mailing. A short questionnaire was sent to
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those who did not respond to any of the three
questionnaires, asking the reasons for their lack of response.
The questionnaire sought the following information: (I) type
of practice in which orthopaedic surgeons worked and area
of orthopaedics in which they perceived themselves to be
sub-specialised; (iI) tourniquet techniques used during their
surgery; (iil) opinions on pneumatic tourniquet-induced
damage; (iv) opinions on pneumatic tourniquet maintenance.
A chi-square test was used to determine differences
between groups of respondents. Statistical difference was
accepted when P < 0.05.

Results
Of the 475 questionnaires sent out, 368 were returned,
giving an overall return rate of 77%. Of the 368 returns, 60
were discarded (16%) because of uninterpretable data.
Forty-eight per cent of the respondents returned the first
mailing, 10% the second and 12% the third. F:ourteen per
cent returned the non-return questionnaire. The main
reasons for not filling in the original questionnaire (multiple
responses were allowed) were that it was not relevant to the
respondent's field of interest (44%), they were retired (17%),
had not received any of the other three questionnaires
(15%), personal reasons (8%), incorrect grammar (2%),
incorrect language (2%) and other reasons (19%).
Table I details the descriptive charaCteristics of the
respondents, nearly all of whom had used a pneumatic
tourniquet during surgery within the last 10 years (99%).
Most (95%) had used a tourniquet on both the upper and
lower limbs. Of the respondents who had used tourniquets,
68% elevated the limb, 59% used an Esmarch rubber
bandage, 23% used hand pressure and 6% used crepe
bandages as adjunctive procedures to the pneumatic
tourniquet to exsangUinate the limb prior to surgery. A
significantly higher number of doctors in private practice
(P < 0.001) use the Esmarch rubber bandage compared with
their colleagues in hospital practice.
Table l. Descriptive characteristics of the 308 orthopaedic
surgeon respondents (%)

Region of respondents
Gauteng (Southern Transvaal)
Northern Transvaal
Western Cape
Kwazulu-Natal
Eastern Cape
Free State
Type of practice
Private practice only
Hospital practice only
Private and hospital practice
Subspecialty
General

Knee
Spine
Hip
Shoulder
Hand
Other
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31

21
20
14
7
7

40

20
40
41
14

The majority of all respondents (86%) felt that the
pneumatic tourniquet could cause damage to the underlying
limb during surgery. They believed the damage to be caused
by both direct applied pressure and ischaemic
consequences (84%), by applied pressure alone (9%) or by
ischaemic consequences alone (7%).
Table 11 shows the maximum tourniquet pressures that the
respondents perceived to be safe. The majority of
respondents (64%) believed that a tourniquet pressure of
400 mmHg or less was safe for the lower limb. The same
percentage believed that a systolic pressure of 300 mmHg
or less would prevent damage to the upper limb. To
calculate the safe maximum pressure for the lower limb,
22% of respondents used a formula based on systolic blood
pressure, and 24% a similar formula for the upper limb. Of
the respondents who perceived applied pressure to be
problematic, a significant difference (P < 0.001) existed
between the pressure level perceived to be safe for the
upper and for the lower limb.
Table 11. The maximum systolic pressure (mmHg) of the pneumatic
tourniquet which 308 orthopaedic surgeons perceive as being
safe for preventing tissue damage (%)

< 100 mmHg
< 200 mmHg
< 300 mmHg
<~OmmHg

< 500 mmHg
> 500 mmHg
Formula·
Not applicable
Total

Lower limb

Upper limb

0
2
38
24
4
0
22
10
100

1
21
42
1
0
0
24
11
100

• Formula based on systolic blood pressure of the patient being operated on.

Table III shows the time period that respondents perceived
to be safe for preventing tissue ischaemia. The majority of
respondents (84% for the lower limb and 88% for the upper
limb) thought that a tourniquet time of 2 hours or less would
prevent underlying tissue damage.
Table Ill. The maximum time limit for tourniquet use which 308
orthopaedic surgeons perceive as being safe for preventing
tissue damage (%)

30 minutes
1 hour
2 hours
3 hours
4 hours
5 hours
> 5 hours
Not applicable

Total

Lower limb

Upper limb

0
12
72

3
25

5

0
0
0
11
100

60
1
0
0
0
11
100

8
8

8
5
16
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Table IV shows that the majority (81 %) of respondents
deflate the cuff intra-operatively. While most (52%) deflated
the cuff 1 - 2 hours into the operation, some (20%) waited
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until the 3rd hour of the operation before they first deflated
the cuff. Only 8% of respondents deflated the cuff within the
1st hour of the operation. Another group of respondents
(19%) did not deflate the cuff at all during an operation.
Table IV. The intra-operative use of pneUfnatic tourniquets by 308
orthopaedic surgeons (%)

Is cuff ever deflated intra-operatively?
Yes
No
Total

81
19
100

How long into the operation is cuff first deflated?
30 minutes or less
2
31 - 60 minutes
6
61 - 120 minutes
52
121 - 180 minutes
20
Other
1
19
Cuff not deflated
Total
How long is the period of deflation?
o - 5 minutes
6 - 10 minutes
11-15minutes
15 - 20 minutes
> 20 minutes
Cuff not deflated
Total

100

21
36
14
7
3
19
100

Although 54% of all respondents personally check the
calibration of the pneumatic tourniquet before surgery, 40%
of all respondents feel that the theatre technician, the
equipment suppliers (21 %), the hospital technician (21 %) or
the anaesthetist (5%) should be responsible for checking the
equipment.
Of all the respondents, the highest proportion believe that
the tourniquet apparatus should be checked monthly (41 %),
followed by weekly (35%), every 6 months (21 %) and yearly
(2%). One respondent believed that the equipment did not
need to be checked at all. More respondents in the group
that checked the tourniquet apparatus believed that applied
pressure is the cause of tissue damage, compared with
those respondents in the group who did not check the
calibration (P < 0.001). In addition, more respondents in the
group that did not check the tourniquet equipment believed
that the operating room technician or hospital engineer
should check the equipment, compared with those who did
check the tourniquet apparatus (P < 0.001). Similarly, more
respondents who did not check the tourniquet apparatus did
not believe the apparatus needed to be checked more than
once every 6 months or longer compared with those who
did check the tourniquet apparatus (P < 0.001).

Discussion
The first finding of this stUdy is that almost all orthopaedic
surgeons in South Africa used the pneumatic tourniquet on
both the upper and the lower limbs. In addition, most

believed that the pneumatic tourniquet could cause damage
to the underlying limb, either by applied pressure or
ischaemic damage, which is in accordance with the
evidence reported earlier. 7.'6 The respondents who believed
that applied pressure did not cause damage to the
underlying tissue also checked the functioning of the
pneumatic tourniquet less frequently. This is cause for
concern, because studies have shown that malfunctioning
gauges can under-read the true pressure significantly, and
that there are a number of faulty tourniquet apparatuses in
certain hospitals. 18.20.21
The next finding was that 24% of surgeons still feel that a
tourniquet pressure of 400 mmHg and 4% that 500 mmHg
is a safe maximum value, despite studies showing the
dangers of these high values. 7 • 1o There was a significant
difference between the safe tourniquet pressure allowed for
the upper and lower limbs, with lower pressures being
perceived as safer for the upper than the lower limb.
This difference was probably caused by the fact that the
upper and lower limb have different circumferences with the
larger lower limb being perceived as less susceptible to
damage.
The large majority of respondents believed that a
tourniquet time of longer than 2 hours was deleterious to the
underlying tissues. This is in accordance with the findings
published in the literature. ll -'6 Although the majority of
respondents deflate the cuff at some period intraoperatively, which reduces the possibility of ischaemic
complications, a minority of surgeons use a formula based
on systolic pressure or other methods in an attempt to
decrease morbidity due to applied pressure effects. At
present it therefore appears that, while acknOWledging the
hazards of ischaemia in the use of the pneumatic tourniquet,
certain surgeons do not realise the role of applied pressure
and faulty apparatus in causing tissue damage, as reported
in the literature.7-1o.18.20.2'
Finally, it was found that only half of the respondents
checked the tourniquet personally. The remainder believed
that the other members of the surgical team should be
responsible for checking the efficacy of the tourniquet
apparatus. More attention should be focused on the
checking and calibration of tourniquets, particularly as a
study performed previously by Irving 18 has highlighted the
extent of defective tourniquet apparatus in Western Cape
hospitals.
The high rate of response to the questionnaire ensures
that the conclusions derived from the stUdy are
representative of the population from which it was drawn.
But the use of a tourniquet is not limited to orthopaedic
surgeons. These findings may therefore be important for all
branches of surgery that use the pneumatic tourniquet.
In conclusion, the majority of orthopaedic surgeons in the
South African orthopaedic community use the tourniquet
intra-operatively. Although most orthopaedic surgeons are
aware of the pneumatic tourniquet's side-effects, a minority
appear to be unaware of the hazards of excessive applied
pressure alone and excessive applied pressure caused by
use of faulty equipment. It needs to be emphasised to these
surgeons that regular checking of the pneumatic tourniquet
apparatus is necessary in order to prevent postoperative
complications ascribed to use of the tourniquet, as
described in the literature.

SAMJ Volume 86 No.1O October 1996

1283

REFERENCES

CLINICOPATHOLOGICAL CONFERENCE

1. ROf'abeck CH. Tourniquet-induced nerve ischemia: An experimental investigation.
J T/8umi! 1980; 20(4): 280-286.
2. Bruner JM. Safety fal;tors in the use of the pneumatic tourniquet for hemostaSls
in SW'gllf)'of the hand. J Bone Joim Surg (Am) 1951; 33: 221-224.
3. Eckhoff NL Toumiquet paralysis_ A plea for the extended use of the pneumatic
toutniquel.l..ancet 1931; Aug.: 343-34.5.
4. PaJetta FX, Winman V. Ship AG. Prolonged tourniquet ischemia of eXll'emities. An
ellperimental study on dogs. J Bone Joinr Surg (AmJ 1960; 42: 9<:5-950.
5. Sn.aw WUgis EF. Observations on the effects of toutniquet iSChemia. J Bone Joinr
Surg (Am) 1971; sa: 1343-1346.
6. Gersoff WK. Ruwe P. Jokl P. Panjabi M. The effect of lourniquet pressure on
muscle function. Am J SportS Med 1989: 17(1): 123-127.
7. Nitt AJ, MatuJioni$ OH. Ultrastructural changes in rat peripheral nerve following
pneumatic tourniquet comPl'"ession. J Neurosurg 1982; 57; 660-666.
8. Dobner JJ, NilZ AJ. Postmeniscectomy tourniquet palsy and functional $equelae.
Am J Sports Med 1982; 10: 211-214
9. Nitz AJ, Oobner JJ. Upper extremity tourniquet effects in carpal tunnel r&lease. J
Hand Surg (Am) 1989; 14: 499-504.
10. Gutin B, Warren A. Wickiewicz T, er al. Does tourniquet use during anterior
ctlJc;ate ligament surgery interfere with postsurgical recovery of function? A
review of the Uterature. ArtJrroscopy 1991; 7(1): 52-56.
11. Saunders KC, Loui$ OL, Wainganlen SI. Waylonis GW. Effect of tourniquet time
on postoperative quadriceps function. Clin Orthop 1979; 143: 194-199.
12. Miller SH, Price G. Buck O. et al. Effects of tourniquet ischaemia ano
postischaemic !dema on muscle metabolism. J Hand 5urg 1979; 4(6): 547-555.
13. KJenerman L, Biswas M, Hulands GH, Rhodes AM. Systemic and local effects of
the application of a tourniquet. J Bone Joint Surf; (Br) 1980; 62: 385-388.
14. Gardner VC, CaiOZlO UJ, Long ST, er al. Contractile properties of slow and fast
muscle following tourniquet iSChemia. Am J Sports M~ 1984; 12(6): 417-423.
15. Heppenstall RB, SCOll R, Sapega A. er al. A comparative study of the tolerance
of skeletal muscle to ischemia. J Bone Joint SUr9 (Am) 1986: 68(6): 620·828.
t6. Gregory MA. Mars M. Serial morphological changes in primate skeletal myofibres
after 3 hours of ischaemia and 24 hours of reperlusion. 5 Air Med J 1992: 81:
473-478.
17. HeppenstaJl RB. Ba/derston R. GOOdwin C. Pathophysiological ellects disra! to a
tourniquet in the dog. J Trauma t979; 19(4): 234-238.
18. Irvlng G. The pneumatic tourniquet: A literature review and studies to improve Its
safety in clinical practice. M.Sc.Med. thesis, Unive~ity Of Cape Town. 1981.
19. Reid HS, Camp RA. Jacob WHo Tourniquet hemostasis - a clinical study. Clin
Orthop 1983; 177: 231-234.
20. Shaw JA. Murray 00. The relationship between tourniquet pressure and
underlying soft·tissue pressure in the thigh. J Bone Joint 5urg (Am) 1982; 64(8):
1148-1152.
21. Calderwood JW, Dickie WR. Tourniquet pares's complicatin9 tendon grafting.
Hand 1972; 4: 53-55.
22. Fry O. Inaccurate tourniquet gauges (Letter). BMJ 1972: 1: 511.
Accepted 13 May 1996.

A 34-year-old man with
recurrent melaena after
renal transplantation
Abdul K. Cariem, Mike Arendse, Peter Cruse,
Brian Rayner

Case presentation
The patient a 34-year-old Asian man, was an unemployed
projects engineer whose medical history had begun in 1982
when he was diagnosed as having IgA nephropathy on renal
biopsy after an episode of loin pain and haematuria. Initially
renal function was normal, but over the ensuing years it
gradually deteriorated and by April 1992 he was in endstage renal failure requiring haemodialysis. During this
period he required treatment for moderately severe
hypertension, and underwent highly selective vagotomy and
pyloroplasty for an intractable duodenal ulcer in 1991. After
the operation he developed recurrent bouts of watery
diarrhoea. These were episodic, and he passed about 30
stools per day. There was no abdominal pain, nausea,
vomiting or loss of appetite. He had lost about 3 kg since
surgery. There were no identifiable precipitating factors. His
medication was enalapril 10 mg and atenolol 50 mg daily.
On examination the patient had pallor of the nails but no
jaundice, lymphadenopathy or features of thyrotoxicosis. His
abdomen was soft with no masses or visceromegaly. A
midline surgical scar was present. Rectal examination was
normal and the stool was negative for occult blood. The rest
of the examination was unremarkable except for mild
displacement of the apex beat and a blood pressure of
170/105 mmHg.
The following investigations were done: full blood count haemoglobin 8.1 g/dl, mean corpuscular volume 88/1J1, white
cell caunt 7.82 x 10'11, platelets 227 x 10'11, erythrocyte
sedimentation rate 40 mrn/1 st h, normal differential count;
biochemistry - Na- 137 mmol/J, K- 5.5 mmal/J, urea 29.1
mmoVl, creatinine 1 026 IJmol/J; B l2 and folate - normal,
stool - na red blood cells (RSCs), while blood cells ar
parasites, cutture negative; fasting gastrin 132 pgIml (normal
115 pg/mQ; 72-haur stool - faecal fat normal, mass
208 9 (normal < 200 g); upper gastra-intestinal endoscopy
- normal; duodenal and rectal biopsies - normal; smallbowel enema - normal; sigmoidoscopy to 20 cm normal; ultrasound examination of abdomen - normal;
thyroid-stimulating hormone - normal; 14c xylose - not
suggestive of bacterial overgrolNth; lactose tolerance -
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Clinicopathological conference held in the Department of Medicine,
Groote Schuur Hospital, Cape Town, on 22 June 1995

Clinical Discussant Abdul K. Cariem. M.a. CH.e., F.C.P.
Pathologist Mike Arendse. 8.se. (MED.) HONS. M.se. (MED.). M.e. CI'oLe .• M.MED. (PATH.)
Chairperson:
Editor.
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