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Evaluation of rapid enzyme immunobinding assays for
the detection of antibodies to HIV-l
S. F. LYONS
bstract Three rapid enzyIIle iIIlIIlunobinding assays,
Abbott's TestPack lllV-l/lllV-2, Clonatec's Rapid
IllVl/1llV2 AB and the DuPont IllVCHEK 1+2,
were evaluated using a panel of 20 selected sera
with Western blot-proven reactivity to at least one
envelope glycoprotein of IllV -1. The Abbott assay
had the highest sensitivity and detected 18 of the
20 sera with no indeterIIlinates (Le. speciIIlens
with high background coloration which interferes
with interpretation of the assay). Both the
Clonatec and DuPont rapid assays correctly identified 12 sera as lllV-l antibody-positive; the forIller produced 5 false-negatives and 3 indetertninates and the latter 7 false-negatives and 1
indeterIIlinate. The IIla;ority of the sera used in
the evaluation showed evidence of early seroconversion as IIlany had low absorbance ratios in a
screening enzyIIle iIIlIIlunosorbent assay.
Although they represent only a SIIlall portion of
clinical speciInens, they point to the need for careful evaluation of new IIlethodologies, using appropriate, well-characterised sera, before such techniques are accepted for general use.
SAfrMedJ1993; 83: 115-117.

e rapid escalation of HIV-1 infection in South
Africa',2 following the first locally reponed AIDS
cases in 1982,' has made many clinicians increasingly concerned about performing surgical procedures
on patients without being aware of their HIV status. In
an emergency situation the clinician may be unable to
wait for routine HIV antibody testing, which is generally
performed using highly sensitive enzyme immunosorbent assays (EIAs). This has led to the use of the
recently introduced rapid enzyme immunobinding
assays (REIBAs) that are simple to perform and do not
require additional equipment. While hospital staff have
been made well aware of the problem of false positivity
in HIV antibody screening assays and the need for confirmatory testing, many are unaware of the sensitivities
of such assays and of the possible implications of a falsenegative result.
In this study we evaluated the ability of three
REIBAs, Abbott's TestPack HIV-llHIV-2, Clonatec's
Rapid HIV11HIV2 AB test and the DuPont HIVCHEK
1+2, to detect low levels of antibody to HIV-1, as would
be seen during seroconversion.

~

Materials and methods
Twenty fresh, unfrozen sera with known HIV reactivity
were selected to determine the sensitivities of the assays
being evaluated. The sera had been received either for
routine HIV screening and/or confirmatory testing or as
part of an ongoing survey to determine the prevalence
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of HIV in individuals attending a sexually a-ansmitted
diseases clinic.
The sera had initially been screened using a secondgeneration EIA for detection of antibodies to HIV-1 and
HIV-2 (Genelavia MIXT EIA, Diagnostics Pasteur,
France). To correct for variations between EIA runs,
the ratio between the absorbance value for each serum
specimen and the cut-off value for positivity for that run
was calculated. Specimens \vith ratios above 1 were then
evaluated using commercial Western blots (WBs) (New
Lav-Blot I or IT, Diagnostics Pasteur) and the virus-specific bands were recorded. Sera giving at least 1 envelope glycoprotein band on the HIV-1 WE were then
tested using all three REIBAs. None of the selecred sera
was HIV-2-positive.
The basic formats of the three REIBAs were similar;
either synthetic or purified peptides or recombinam
antigens for HIV-1 and HIV-2 were anached to the
porous membranes. Minor differences in methodology existed, however (Table I). Both the DuPom
HIVCHEK 1+2 (Orrho Diagnostic Systems, France)
and the Rapid HIV1/HIV2 AB (Clonatec, France)
required reconstitution of reagents; once reconstituted,
the specimen diluem and conjugate in the Clonatec kit
were stable at 2 - 8°C for 'one month at the most'
(package insert). The kit contained 2 vials of lyophilised
diluent and 2 vials of the lyophilised conjugate_ In the
DuPont kit the serum cona-ols, wash buffer and conjugate were reconstituted before use. Both the cona-ols Cl
set/20 test kit) and wash buffer (2 vials/20 test kit) were
stable for 6 momhs at 4°C while the conjugate (4
vials/20 test kit) was stable for 2 months at the same
temperature. No prior dilution of the specimen was
required for the DuPom HIVCHEK 1+2 assay. All the
TABLE I.

Comparison of the methodologies of the three rapid
enzyme immunobinding assays evaluated
REIBAs

No. tests/kit
Neg. control
Weak pos. control
Pos. control
Internal quality
control indicator
HIV-1/HIV-2
detection
Reconstitution of
reagents required
Stability of
reagents

Dilution of
specimen required
Time required

Abbott

Clonatec

DuPont

40
Yes
No
Yes

30
Yes
Yes
Yes

200r100
Yes
Yes
Yes

Yes'

Yes'

No

Yes

Yest

Yes

No
Equal to
shelf life
of kit

Yes
1 moo for
diluent and
conjugate
2 vials/kit

Yes
6 moo for buffer
2 vials/kit of 20
2 moo for
conjugate
4 vials/kit of 20

Yes
5 mint

Yes
3,5 mint

No

• The Abbott internal control assured both the stability and correct addition of
reagents and specimen; Clonatec's internal control did not guarantee addition 01
the specimen.
t While all three REIBAs detected antibodies to both HIV-1 and HIV-2, only
Clonatec differentiated between the two viruses.
t The Abbott and Clonatec REIBAs required the timing 01 several steps in addition to flow-through time 01 the reagents; lor the DuPont REIBA flow-through time
determined the amount 01 time required to perform the test.

reagents in the TestPack HIV-I1HIV-2 (Abbott
Laboratories, USA) were supplied ready for use; however, dilution of the specimen was necessary.
Both the Abbon and Clonatec membranes contained
test validation markers indicating correct addition and
stability of the reagents, although only the former
REIBA included a control to ensure addition of the
specimen. Both the Clonatec and Abbon REIBAs needed to be timed, while the DuPonr assay merely required
that the previous fluid had passed through the membrane before further reagents were added. All three
REIBAs were designed to detect antibodies to both
RN-I and RN-2, although only the Clonatec kit differentiated between the two antibodies. All three of the
package inserts warned that a negative test result did not
exclude the possibility of infection with RN.
The REIBAs were performed according to the
manufacturers' instructions and were all done by the
same technician. The results were recorded by two technicians who were unaware of the banding panerns on
the WEs; specimens with high backgrounds were considered indeterminate as was recommended by the
manufacturers.

Results
Of the 20 sera, 9 were correctly identified as RN-positive by all three REIBAs (Table 11). In general, these
sera had the higher absorbance ratios although specimen
9 had a ratio of only 1,1 and gave positive results in all
three REIBAs. In contrast, several sera with absorbance
ratios in the 2,0 - 7,5 range were recorded as negative
by one or more of the REIBAs. Specimen 13 was WBpositive with 3 envelope bands on the blot (i.e. glycoprotein 41, 120 and 160), which is indicative of full
seroconversion. This specimen was positive using the
Abbon TestPack but negative according to both the
HIVCHEK and Rapid AB tests.
Only 2 specimens Cl 6 and 19), both with low
absorbance ratios, were missed by the Abbon TestPack
and no specimen was recorded as indeterminate. Nine
sera were missed by the DuPont RNCHEK, while 1

specimen had a high background which interfered with
the reading. In Clonatec's Rapid RNllHIV2 AB test 5
sera were falsely negative and 3 were recorded as indeterminate owing to high background coloration. In no
instance did the same specimen cause high background
coloration in more than one REIBA.
As RN-I WBs with reactivity to the group specific
antigen (gag) p25 and the envelope glycoprotein 160
band are indicative either of early seroconversion or
cross-reactions with RN-2: and none of the sera was
HIV-2-positive by Western blotting, all the sera were
considered HIV-l-antibody-positive for comparative
purposes. The Abbon TestPack had the highest sensitivity and detected 18 of the 20 recombinant EIA-positive sera with at least one envelope glycoprotein band on
the RN-I WE. The Clonatec assay detected 12 of-the
20 sera, with 3 indeterminates, while the DuPont
RNCHEK also detected 12 of the sera but with only 1
indeterminate.

Discussion
We report here on an evaluation of three REIBAs
designed for use in clinical and laboratory senings where
standard ElAs for detection of antibodies to HIV-1 and
HIV-2 are unavailable. Only the sensitivities of the
assays for detection of antibodies to RN-I were evaluated as there were insufficient RN-2 antibody-positive
sera available for a meaningful evaluation. While only 20
sera were tested with all three REIBAs, the sera had
been carefully selected and were recombinant EIA RN
antibody-positive with appropriate bands on an RN-I
WE (and no significant bands on an HIV-2 WB) indicating either early or full seroconversion to RN-I.
The Abbon TestPack was the only REIBA with a
control mark that indicated the correct addition and stability of the reagents and the presence of the specimen.
The Clonatec control ensured the correct addition of
reagents but did not indicate whether the specimen had
been applied to the membrane. While the REIBAs were
all easy to perform and the instructions were clear and
concise, the inclusion of the control line insured proper

TABLE 11.

Evaluation of rapid enzyme immunobinding assays for detecting antibodies to HIV-1 in serum specimens with envelope glycoprotein reactivity on WBs

REIBAs*

HIV-1

Specimen

0

C

A

EIAt
ratio

WB bands

1
2
3
4
5
6
7
8
9
10
11
12
13
14
15
16
17
18
19
20

P:j:
P
P
P
P
P
P
P
P
N:j:
N
N
N
N
I
N
N
N
P
N

P
P
P
P
P
P
P
P
P
P
I:j:

P
P
P
P
P
P
P
P
P
P
P
P
P
P
P
N
P
P
N
P

18,2
17,3
16,0
17,2
4,8
6,4
21,1
21,2
1,1
2,5
7,5
1,3
1,7
2,2
6,3
1,6
1,5
2,0
1,2
4,8

18,25,55,68,160
18,25,55,68,120,160
18,25,34,41,55,68,120,160
25,55,160
18,25,40,55,160
18,25,34,41,55,68,120,160
25,55,160
18,25,52,55,68,160
18,25,34,41,52,55,68,120,160
25,55,160
25,34,55,160
25,52,160
18,25,34,41,52,55,68,120,160
25,55,160
18,25,34,41,52,55,68,120,160
25,34,55,68,160
25,52,55,68,160
25,34,55,68,160
18,25,55,68,160
34,55,160

I
N
I

P
N
N
P
N
N

"0 = HIVCHEK 1+ 2 (DuPont); C = RAPID HIV1/HIV2 AB (Clonatec); A
tSpecimenlcut-Dff absorbance ratio.
~P = positive result; N = negative result; I = indeterminate result.

=TestPack HIV-1/HIV-2 (Abboll).

_________________________

performance of the methodology, an imponant feature
in clinical situations where laboratory or hospital Staff
may be unfamiliar with such techniques.
Both DuPonr and Clonatec included infonnation on
the handling of sera that have high background readings, a situation that arises when particulate maner is
present in the specimen. However, all the specimens in
this study were clear and did nor comain visible particles. It is interesting to note that no specimen gave high
background readings in more than one test system and
most problems were experienced with the Clonatec
REIBA, where 3 of 20 specimens were indeterminate.
The sensitivities observed with the REIBAs, especially with Clonatec's Rapid HIV1/HIV2 AB and the
DuPom HIVCHEK, are considerably lower than those
reponed in other studies.>-7 However, in this study, sera
that showed seroconversion were deliberately selected
and many had low specimen/cur-off absorbance ratios in
the recombinant EIA used in the initial screening of the
sera. With the spread of HIV in South Africa, increasing
numbers of individuals who are in the process of seroconverting and who will have low levels of antibodies to
HIV-1 will be seen in clinics and hospitals. It is worrying
that clinicians and other hospital staff may rely on
methods such as the REIBAs to screen patients before
surgical procedures are performed withour adequately
considering the possibility of a false-negative result.
While the sensitivity of the Abborr TestPack is acceptable for such a panel of 'difficult' sera with low levels of
antibodies to HIV-l, the sensitivities of the other 2
REIBAs would be unacceptable, especially when screen-
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ing blood from a high-risk population. Clinicians should
also be aware that while a negative result in any HIV
antibody assay does. not rule our the possibility of the
individual being in the 'window period' of infection
before antibodies develop, the low sensitivities of [Wo of
the REIBAs evaluated increase the risk of a falsely negative assay result.
I wish to thank the South African Medical Research
Council and the Poliomyelitis Research Foundation for
financial suppon.
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The cardiovascular and intracranial effects of
laryngoscopy and endotracheal intubation in
hypercarbic neonatal piglets
M. BELFORT,

B. KIRSHON,

R. BOWEN,

c. GOUVEIA,

R. HICKMAN

)stract Laryngoscopy and endotracheal intubation is a

bleeding in the choroid plexus of the 4th ventricle.
potent sympathetic stimulus in adults. Neonates The significance of such bleeds is not immediately
are frequendy intubated, but few data exist on the apparent, since none of the animals was grossly
cerebral effects of this intervention. The cardio- neurologically affected by the intervention.
vascular and intracranial effects of laryngoscopy However, subde long-term neurological deficits
and endotracheal intubation were studied in 17 cannot be excluded and this aspect requires furhypercarbic neonatal piglets. The mean arterial ther study. Laryngoscopy and endotracheal intupressure in the study group (11 piglets) increased bation may cause non-lethal haemorrhage in the
significandy within 2 minutes of the stimulus, and . choroid plexus and central canal of the hindbrain
remained elevated for almost 14 minutes. The in hypercarbic, neonatal piglets.
intubated aniInals showed significantly more
haemorrhage in the basal area of the brain than S Atr Med J 1993; 83: 117·121.
the 6 control animals. The distribution suggests

'partInents of Obstetrics and Gynaecology, Anatomical
thology and Surgery, University of Cape Town.
M. BELFORT, M.B. B.CH., DIP.MID.COG. (SA), DA (SA),
M.RC.O:G., F.RC.S.C., M.D. (present address: Depanment of
Obstetrics and Gynecology, Division of Maternal-Feral
Medicine, Baylor College of Medicine, Texas Medical
Cemer, Houston, Texas, 77030 USA)
B. KIRSHON, M.B. B.CH., F.C.O.G. (SA), F.A.C.O.G.
.R. BOWEN, M.B. CH.B., M.MED.PATH.(A.NAT.), F.F.PATH. (A.NAT.)
C. GOUVEIA, BA HONS.
R. HICKMAN, M.D., CH-M.
Accepted 8 lOll 1992.

ndotracheal intubation and tracheal suctioning
are frequently performed in the delivery room in
the management of neonates with respiratory distress and/or meconium-stained amniotic fluid. In addition, regular suctioning is required in ventilated
neonates, some of whom are known to have raised
intracranial pressure (e.g. caused by trauma, Reye's syndrome, near-drowning). A number of studies have
described the cerebrovascular effects of endotracheal
intubation and subglorric suctioning in neonates, with
the uniform conclusion that laryngotracheal irritation
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